Purpose: To report two cases of spoke-like intraocular lens (IOL) opacification that resembles pseudoexfoliation of the crystalline lens. Methods: Case series presentation. Results: Patient 1 developed a circle of spoke-like opacification on the anterior IOL surface 7 years after phacoemulsification. Patient 2 had paracentral anterior surface IOL opacification 18 months after cataract extraction and clinical pseudoexfoliation in the fellow eye. Conclusion: Spoke-like anterior IOL opacification should raise the suspicion of pseudoexfoliation syndrome.
Introduction
Intraocular lens (IOL) opacification is a rare but well-recognised complication following cataract surgery. Various types have been described and these are primarily caused by surface and intralenticular deposition of material [1, 2] . A rarer spoke-like opacification pattern on the anterior IOL surface has been described by Bahadur and Masket [3] as 'pseudo-pseudoexfoliation'. Here, we describe two cases with a spoke-like opacification pattern, one with clinical pseudoexfoliation, the other with early exfoliation material on the IOL.
Case Reports

Case 1
A 70-year-old female patient presented to our hospital 3 years following an uneventful left phacoemulsification. She was asymptomatic, with a Snellen best-corrected visual acuity (BCVA) of 6/9. Slit-lamp examination showed a thin semitransparent membrane on the anterior surface of the IOL. Intraocular pressure (IOP) was normal. She had had in-the-bag implantation of a plate-haptic hydrophilic IOL. Defocused application of YAG laser to the surface membrane and posterior capsulotomy were performed. Four years later, the patient remained asymptomatic, but slit-lamp examination showed that a circular spoke-like opacification, extending radially from the pupillary zone to the margins of the capsulorhexis ( fig. 1) , had developed on the surface of the IOL.
Case 2
A 76-year-old woman underwent uneventful right phacoemulsification with in-the-bag implantation of a plate-haptic hydrophilic lens, resulting in a BCVA of 6/9. The patient was reviewed 18 months later for cataract in the left eye, and ocular examination showed the presence of pseudoexfoliation in this eye. The IOP was normal in both eyes. It was noted that the IOL in the right eye showed paracentral surface opacification with a spoke-like pattern similar to Case 1 (fig. 2) . The patient's IOP was monitored and she underwent YAG laser posterior capsulotomy in the right eye 8 months later. She is currently asymptomatic with a BCVA of 6/9.
Results
We present two cases of spoke-like IOL opacification that resembles pseudoexfoliation of the crystalline lens. One patient had clinical pseudoexfoliation in the fellow eye, and the other had early exfoliation material on the affected IOL.
Discussion
Pseudoexfoliation involves the production of exfoliation fibres by pre-equatorial lens epithelial, non-pigmented ciliary epithelial and corneal endothelial cells, which are distributed by the aqueous humour to the central anterior lens capsule, zonules, anterior hyaloid surface and artificial lenses [4] . It is often forgotten that a precursor material is initially deposited on the lens surface, producing a homogeneous groundglass or matte appearance [5] . The early membrane that was present on the IOL surface in Case 1 may represent early exfoliation material. The classical appearance is then created by a thickening of this material and rubbing of the iris during pupillary movement on the surface of the lens.
Central IOL opacification may be related to local supersaturation with octacalcium phosphate, a process facilitated by surface hydroxyl groups of the polyacrylic materials [6] . The patterns of deposition in our two cases suggest that exfoliation material may deposit on the anterior IOL surface by a process similar to that in phakic pseudoexfoliation. Both patients had acrylic one-piece plate-haptic IOLs, with no posterior angulation of the optic. The lack of posterior angulation may facilitate the rubbing of the iris against the material deposited on the IOL surface, resulting in the spoke-like pattern. Interestingly, the case by Bahadur and Masket [3] also involved the use of a plate-haptic Collamer IOL. In general, hydrophilic acrylic IOLs have proven to have high uveal biocompatibility, inducing less inflammatory response than hydrophobic and silicone lenses [6] . The anterior surface of the artificial IOL is less curved and more posterior than that of the crystalline lens. As a result, the point of contact between the iris and the IOL is less peripheral than is the case with the crystalline lens. This may produce a spoke-like pattern that extends more centrally than on the surface of the crystalline lens.
Conclusion
In conclusion, the presence of a spoke-like pattern on the anterior IOL surface, especially on IOLs of plate-haptic design, should raise the suspicion of pseudoexfoliation. The presence of glaucoma in the case by Bahadur and Masket [3] highlights this issue. It may be advisable that such patients have regular IOP monitoring.
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